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FDA Modernization Act of 1997: Guidance on Medical Device Tracking; Availability

AGENCY: Food and Dmg Administration, HHS.

ACTION: Notice.

SUMMARY: The Food and Drug Administration (FDA) is announcing the availability of the revised

final guidance entitled ‘‘Guidance on Medical Device Track ing, ” It replaces the previo~ls final

guidance issued on March 4, 1998. This revised final guidance provides guidelines to manufacturers

and distributors concerning their responsibilities for medical device [racking under the Federal

Food, Drug, and Cosmetic Act (the act) as amended by the Food and Drug Administration

Modernization Act of 1997 (FDAIMA).

DATES: Written comments may be submitted at any time.

ADDRESSES: Submit written requests for single copies on a 3.5” diskette of the revised final

guidance entitled “Guidance on Medical Device Tracking” to the Division of Small Manufacturers

Assistance (HFZ–220), Center for Devices and Radiological Health, Food and Drug Administration,

1350 Piccard Dr., Rockville, MD 20850. Send two self-addressed adhesive labels to assist that

office in processing your request, or fax your request to 301-443–88 18. Submit written comments

on ‘‘Guidance on Medical Device Tracking” to the contact person (address below). See the

SUPPLEMENTARY INFORMATION section for information on electronic access to the guidance,

FOR FURTHER INFORMATION CONTACT: Chester T. Reynolds, Center for Devices and Radiological

Health (HFZ-300), Food and Drug Administration, 2094 Gaither Rd., Rockville, MD 20850, 301-

594-4618.

SUPPLEMENTARY INFORMATION:
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Section 211 tJfFD.4M,\(pL~b. L. 105-]]51:l[l~ctldc~i []lctr:~~`ki]l: pro\isi()Ils( )f`sccti~)l1519(c)

of the act (21 U.S. C. 360i(c)) to authorize FDA, ~t its discretion. [o issue orders Ihot require a

manufacturer to track a class II or class 111device if the failure of the de;ice would be reasonably

likely to have serious adverse health consequences. or the device is intended to he implanted in

the human body for more than 1 year, or is life sustaining or life supporting and used outside

a device user facility. The FDAMA tracking provisions became effective on February 19, 1998.

On January 15, 1998, FDA conducted a public meeting to discuss FDAMA changes in section

5 19(e) of the act. Comments were recei~red concerning factors FDA should consider in determining

what devices are subjtct to FDAMA tracking rcquiremcn[s. On February 11, 199S. FD,4 issued

tracking orders, under the re~’ised FDA,MA [racking provisions ~{hich became e[fectite on Fcbruarj

19, 1998, to manufi~cturers of devices that \vere subject to tracking pre~iously under [he Safe

Medical De~iccs Act of 1990 (the SMDA) provisions (21 CFR 821.20(b)(l), (b)(2). and (c)).

Additionally, tracking orders ~tcre issued to manulx(urers of intraocular lenses and arterial stents

that had not been subject to tracking under the SMDA provisions (63 FR 10638, March 4, 1998).

Tracking orders were also issued on December 14, 1998, to tissue banks that manufacture and

distribute dura mater.

On March 4, 1998, FDA announced the availability of the ‘‘Guidance on Medical Device

Tracking” (63 FR 10638 at 10640). This final draft guidance was issued as a Level 1 guidance

under the agency’s Good Guidance Practices (GGP’s) (62 FR 8961, February 27, 1997). The

guidance explained: (1) Revised tracking criteria in section 5 19(e) of the act, as amended by

FDAMA; (2) patients’ rights to refuse information disclosure; (3) FDA’s discretion in issuing

tracking orders; (4) FDA’s review and reconsideration of devices subject to FDAMA tracking

criteria; and (5) the regulatory application of tracking requirements in 21 CFR part 821.

Through the January 1998 meeting and the March 1998 Federal Register notices, FDA

solicited public comment on what factors in addition to the revised statutory criteria the agency



.l

should con~ider in Cxcrcising its di$~’rction [() rcqi.lil”c.or II(I[lL)I-cquirc. [11(’[I”JL’ki[ly (It’ Ll<\ ICJ>,

.1s a conscqucncc of these comments. FD.A bclic\cs it should comsidcr the follot~ in: Cac[om. as

ascertained from available pmmarket and postmarked information, in dc[crmining tvhethcr to issue

a tracking order for a particulw type of device: ( 1) Likelihood of sudden. catastrophic failure:

(2) likelihood of significant adverse clinical outcome; and (3) need for prompt professional

intervention.

This revised final guidance replaces the March 1998 guidance and reflects the factors FDA

may consider in determining which devices should be tracked. The list of tracked devices identified

in the March 1998 guidance also has been revised in this final guidance, based on the additional

factors noted previously and identifies 14 categories of dctices that ha~e been released from

FDAMA tracking requirements under the tracking requirement rescission orders issued bj FD.+

in August 1998. It also identifies the 16 categories of de~riccs currently subject to trucking orders,

The agency added one ca[cgory, dura mater, which \vas the subject of tracking orders issued by

the agency

the subject

which became effcctitc on Deccmbcr 14, 1998. The remaining 15 device types were

of tracking orders issued by the agency which became effective on February 19, 1998.

Upon further review and reconsideration, FDA has determined that these particular devices meet

the statutory tracking criteria under section 5 19(e) of the xt and, upon failure, would likely exhibit

the factors noted previously that FDA believes warrants their tracking. The agency may add or

remove devices from the list of tracked devices as a result of its review of premarket applications,

recall data, medical device reporting, inspections, petitions, postmarked surveillance, or other

information.

IL Significance of

This guidance

Guidance

document represents the agency’s current thinking on medical device tracking

requirements, as amended by FDAMA. It does not create or confer any rights

and does not operate to bind FDA or the public. An alternative approach may

approach satisfies the applicable statute, regulations, or both.

for or on any person

be used if such



III. Electronic Access

In order to receive b‘Guidance on Medical Device Tracking” via your fax machine, call the

CDRH Facts-On-Demand (FOD) system at 800–899–0381 or 301–827–01 11 from a touch-tone

telephone. At the first voice prompt press 1 to access DSMA Facts, at second voice prompt press

~, and then enter the document number ( 169) followed by the pound sign (#), Then follo\v the

remaining voice prompts to complete your request.

Persons interested in obtaining a copj’ of the rc~iscd Fin;]]guidance ma> also do so usin:

the World Wide Weh (WWJV). CDRH maintains tin entry on [he WWW for easy access to

information inc]udin: text. graphics, and files that may be dotvnloaded to a personal computer

with access to the WWW. l~pdated on a re:ulor basis, [he CDRH home page includes ‘‘~Jui(kince

on Medical Device Tracking, ” device safety dcrts, Federal Register reprints, information on

premarket submissions (including lists of approved applications and manufacturers’ addresses),

small manufxturers’ assistance. information on ~ideo con femncing and electronic submissions,

mammography matters, and other de~ice-oriented information. The CDRH home page may be

accessed at ‘‘http: //www. fda,gov/cdrh”. ‘‘Guidance on Medical Device Tracking” will be available

at ‘‘http: //www. fda.gov/cdrh/ochome. html”.

IV. Comments

Interested persons may, at any time, submit to the contact person (address above) written

comments regarding this guidance. Such comments will be considered when determining whether

to amend the current guidance. Two copies of any comments are to be submitted, except that

individuals may submit one copy. Comments are to be identified with the docket number found



Dated: A/~ / f 1 _____

February 3, 1999

—
Linda S’. Kahan
Deputy Director for Regulations Policy
Center for Devices and Radiological Health
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